ArXIS

PHARM\ Test Report/ Certificate of Analysis

Date of Report May 13, 2026
To: Bodela Peptides
From:; AxisPharm, LLC
Certificate ID Number: 13May2026-03
Results reported by: Lab Technician

Ning Yang
Review/Approved by:

6A Dirg(_:tor

Dawel Yue

Sample Recelved: Date: 05/08/2026
Recelving Condition: Acceptable oOther: .~~~
Storage Condition: dRoom temperature 0-20°C x-80°C

Other:

Sample Name: Fox-04 10mg; Batch: FOX-10-126-26, Label
mg Claim: 10mg, BBD: 05/06/2028

Method(s): LCMS
Procedure(s): Laboratory Activity Date: 05/11/2026
Results:
+Q1: 2.689 10 2.728 min from Sampie 11 (FOX-04) of 20260511 1ST PHARMSET 1. .wiff (Turbo Spray) Max. 4.7e6 cps.
4.7¢6 6?1 S ,
' FOX-04
btk 5972
| 3.0e6 4 421.8 1678
g ' k- | 894.5
£ 20e6-
; , | Saip 4968 17550 |
1.0e6 - 332.8( N l : ‘ ] 9)1.0 1073.2 |
( 173.4 sg 7 480.8. 51794 "" | im BIb 4 7 | -1126.2  1340.7 __1393.4 4 23523 25422 zjga
. . : S - a . . . . . ' b T . . L b | o - "
200 400 600 800 1000 1200 1400 1600 1800 2000 2200 2400 2600 2800
m/z, Da
» XWC of DAD Spectral Data: 200.0 nm from Sample 11 (FOX-04) of 20260511 1ST PHARMSET 1. wift Max. 1469.1 mAL.
1469 2.54
1000 -
2 500
| 1.33 223 }

08 1.0 1.2 14 16 18 20 22 24 26 28 30 132 34 136 3B 40 42 44 48 48 50
Time. min

AxisPharm, LLC
Results only apply totested samples withinTest Report as received

Test Report shall not be reproduced except in full without approval of the laboratory
Page 1 of?2



ArXIS

PHARM\ Test Report/ Certificate of Analysis
Net
Sample Name Weight Mw(g/mol) Detected UV Purity (%)
Measured

1073.2[M+5H], 894.5[M+6H],
Fox-04 10mg 10.2mg 5358.15 767.6[M+7H] >99.4%

Salts and sugars that serves as fillers in injectables are not considered as impurities.
Conclusion: The product comes with Fox-04 10.2 mg with purity >99.4%.
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