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Date of Report
To:

From:

Certificate ID Number:

Results reported by:

Review/Approved by:

Sample Received:

Method(s):

Procedure(s):
Results:

June 18, 2026
US Made Peptides

AxisPharm, LLC

18Jun2026-01

Lab Technician
Ning Yang
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QA Director
Dawel Yue

Date: 06/11/2026
Recelving Condition: mAcceptable

Storage Condition:
Other:

Other.___
Room temperature

Sample Name: Retatrutide 30mg; Batch: RETA-30-153-26,
BBD: NA
LCMS

Laboratory Activity Date: 06/15/2026
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Test Report/ Certificate of Analysis

Amount UV Purity
Sample Name Measurd{me) Mw( g&/mol) Detected %)
Retatrutide 30mg 29.1 4731.33 2367.1 [M+2H], 1578.9[M+3H] 99.3%

Salts and sugars that serves as fillers in injecta
Conclusion: The product comes with Retatrutic

AxisPharm, LLC

oles are not considered as impurities.
e 29.1mg with purity 99.3%.
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