ArX!S

PHARM\ Test Report/ Certificate of Analysis
Date of Report Nov 4, 2025
To: Bodela Peptides
From: AxisPharm, LLC
Certificate ID Number: 04Nov2025-14
Results reported by: Lab Technician
Ning Yang

Review/Approved by:
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6A Diréétor
Dawel Yue

Sample Recelved: Date: 10/30/2025
Recelving Condition: mAcceptable oOther: .~

Storage Condition: mtRoom temperature 0-20°C x-80°C
Other:

Sample Name: Sermorelin; Batch: SERM-10-308-25, Label
mg Claim: 10mg

Method(s): LCMS
Procedure(s): Laboratory Activity Date: 11/03/2025
Results:

AxisPharm, LLC
Results only apply totested samples withinTest Report as received

Test Report shall not be reproduced except in full without approval of the laboratory
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+Q1: 4.439 min from Sample 14 (Sample014) of 20251105-1SET 1.watf (Turbo Spray) Max. 9.8e6 cps.
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XWC of DAD Spectral Data: 2100 Am (rom Sample 14 (Sample014) of 20251105-1SET 1. witt Max. 2102.6 mAU.
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Sample Name Weight Mmw(g/mol) Detected UV Purity (%)
Measured

Sermorelin 10mg | 9.3 mg | 3357.9 1681.8 [M+2H], 1121.4 [M+3H] >99.1%

Salts and sugars that serves as fillers in injectables are not considered as impurities.
Conclusion: The product comes with Sermorelin 9.3mg with purity >99.1%.
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