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Sample Received: Date: 06/11/2026
Receiving Condition: mAcceptable oOther: ___
Storage Condition: bRoom temperature 0-20°C =-80°C
OO0ther:

Sample Name: CJC-1295 5mg + Ipamorelin 5mg; Batch:
CJC-IPA-10-156-26, BBD: NA

Method(s): LCMS
Procedure(s): Laboratory Activity Date: 06/15/2026
Results:
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Results only apply totested samples withinTest Report as received

Test Report shall not be reproduced except in full without approval of the laboratory
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CJC-12955mg + | ® 3368/711.85 1685.8[M+2H], 99.4%
Ipamorelin 5mg | 4-8/4. [T11. 1124.0[M+3H]/713.7[M+H] A%

Salts and sugars that serves as fillers in injectables are not considered as impurities.
Conclusion: The product comeswith CJC-1295 4.8mg + Ipamorelin 4.5mg with purity 99.4%.
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